
Bariatric Shower Chair 

SETUP INSTRUCTIONS

Step 1: 

Attach the seat base to the frame by threading the 
centre seat base screw through the frame into the 
seat base and tighten. Thread the centre frame bolt 
through the centre of the frame and place the 
locking nut on the end and tighten. Both should be 
securely tightened.

Step 2: 

Attach and tighten the 4 seat base screws through the 
frame into the seat.

Congratulations on the purchase of your 
Q-assist Bariatric Shower Chair.

Type B product for domestic use only.

Included in the box
Please ensure that all parts are present before 
attempting to setup the product.

A 1 x Backrest

B 1 x Seat Base

C 2 x Backrest Poles

D 1 x Frame

E 4 x Chair Legs

F 4 x C-Clips

G 4 x Seat Base Screws

H 1 x Centre Seat Base Screw

I 1 x Centre Frame Bolt

J 6 x Washers

K 1 x Centre Frame Nut

L 4 x Backrest Screws
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Step 4:

Place the chair base facing down on the ground, with 
the legs facing upward. Insert the chair legs into the 
tubes and lock into place with a C-Clip at the desired 
height. Repeat process for each leg.

Step 3: 

Attach the backrest to the backrest poles by tightening 
the four hand threaded screws (L) ensure that the 
provided washers are used. Securely tighten all screws.

Step 5: 

Stand up the chair onto its legs and insert the backrest 
into the tube on the bottom of the chair. Ensure that 
brass pins lock into place and the backrest is securely 
attached.


